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Introduction
One problem during hospitalization of patients is the impairment of respiratory function and hemodynamic instability. Before the onset of respiratory problems is difficult to transfer the patient to perform a chest CT because of their hemodynamic status. The lungs undergoing mechanical ventilation may have areas with atelectasis, which favors the distribution of VT is not homogeneous. This lack of homogeneity has been studied by computed tomography, magnetic resonance and isotope methods. However, these methods do not allow monitoring of mechanical ventilation bedside. EIT is used clinically for over ten years. It is free of radiation and has a high resolution, suitable for monitoring the volume distribution in the lung through the electrical impedance during each breathing cycle immediately helping us in selecting ventilator settings.
The more the air contains, lung tissue will be higher electrical resistance. To determine this impedance is incorporated around the patient's chest a belt with 16 electrodes that are distributed around the chest diameter. A pair of electrodes applied a very low current, and the other electrodes measure the respective resulting tensions that change the content of air in the chest. The application of current rotates around the chest, and thus also changing the measurement points of stress.
Case Presentation
Male patient, 57 years old, 80 kg of weight and 173 cm tall, with a history of diabetes mellitus and hypertension who suffers an acute myocardial infarction involving severe heart shape, left with impaired myocardial function with a fraction 20% ejection. This necessitated the implantation of a biventricular cardiac assistance. During the stay in the critical care unit the patient suffered a deterioration of respiratory function with impaired gas exchange. Respirator ventilatory parameters were adjusted to avoid lung distension in the mode BIPAP with maximum pressure of 21
Abstract:
57 years old patient, with acute myocardial infarction that produces heart failure with an ejection fraction of the left ventricle of 20%, and hemodynamic instability where the implantation of a biventricular assistance was necessary. While entering suffered an impairment of respiratory function. Respirator ventilatory parameters were adjusted to prevent lung damage, low tidal volume (480 ml), respiratory rate of 13 and a level of positive end expiratory pressure of 8 cm H2O. By monitoring pulmonary tidal volume distribution with Electrical Impedance Tomography, bedside, we note that the distribution of tidal volume was not homogeneous. Alveolar recruitment maneuver under the control of the SIT allowed to observe the distribution of tidal volume and which were necessary to ventilate the lungs homogeneusly. To the left side of the image is observed the lung segment divided into four quadrants; 1 and 3 for the right lung field and 2 and 4 to left field. In blue color is represented normally ventilated area and in white possible alveolar distension. In the right column, the percentage of tidal volume distributed in each quadrant is observed and found that the left lung only reaches 21% (17% + 4%). Open Access 2 Alveolar recruitment maneuver (ARM) under monitoring with EIT allowed to observe the distribution of tidal volume and what was the alveolar opening pressure needed to maintain the lung open. So far no evidence has been found which is the best alveolar recruitment maneuver. AMR was used in the patient described in ART study, which maintains a continuous pressure gradient which appears to be a variable protective of lung damage in patients with respiratory distress syndrome, although there is no evidence to the time [1] . The technique was used as AMR was to gradually increase the PEEP of 5 in 5 cm H 2 O, and the maximum pressure in parallel, maintaining a constant pressure gradient of 15 cm H 2 O. Each pressure rise during the we held for 10 respiratory cycles, with I: E ratio of 1: 2. Once recruited, we reduced pressures more progressively, 2 by 2 cm H 2 O in pressure controlled mode, to see that we observed maximum compliance PEEP. Then we repeated the AMR and we established a PEEP 2 cm H 2 O above PEEP from which the compliance began to worsen in the previous ARM. The recruitment maneuver was carried out in about 3 minutes.
Sci Forschen
During the AMR observed improvement in the distribution of VT up to a maximum of 25 cm H 2 O PEEP and plateau pressure of 40 cm H 2 O. EIT note with the VT distribution was more homogeneous, deriving 52% to the right lung and 37% to the left lung. We kept the I: E ratio of 1: 2 for the AMR, reaching VT of 550 ml and O 2 Sat 99%. The maximum compliance achieved was 37 ml / hPa to decrease PEEP cm H 2 O below 8 during the expiratory phase of the AMR and this correlated with the image of the EIT in which percentage of ventilated left lung field is lost. We established as optimal PEEP 10 cm H 2 O, 2 cm H 2 O over the PEEP under which we look at the collapse with the EIT and the fall of the C dyn . After the AMR, remained 10 cm H 2 O PEEP, blood gases, with FiO 2 of 0.5%, I: E ratio of 1: 2, was 113 pO 2 , pCO 2 32. C dyn was 60, with 25 cm H 2 O of maximum pressure, obtaining a VT of 530 ml and 99% Sat O 2 . VT distribution at this time was more homogeneous, with improved ventilation of the left lung which went from 21% to 37% of the VT. (Figure 2,3) 
Discussion
Mechanical ventilation can cause damage or increase the lung damage may already exist and that concept has been called lung injury induced by mechanical ventilation (VILI) [2, 3] .
The VILI relates to the application of a PEEP level insufficient to prevent alveolar collapse and reopening cyclic (atelectrauma) causing increased alveolar inflammatory infiltrate [4], the use high alveolar pressures (barotrauma) and causing perivascular and alveolar edema [5] ; and high respiratory rates, repetitive cycling [6] . Also the high tidal volume (volutrauma) seems able to induce cyclical alveolar distension [7] .
Preventing alveolar over distension can be achieved using VT ≤ 6 ml/ kg ideal weight and Pplat<30 cm H 2 O [8] .
EIT is a technique that does not identify any such damages by inadequate mechanical ventilation. But it, lets see directly the effectiveness of the ARM, and therefore helps to establish what necessary for effective ARM and helps set the proper PEEP level, allowing a more homogeneous distribution of tidal volume pressures.
EIT has proven to be a technique that can monitor changes in lung volume during mechanical ventilation bedside [9] .
In this case it identified the VT not distributed evenly throughout the lung fields, before making the ARM, and allowed to observe directly gain lung volume ventilated during ARM guiding the pressures of pulmonary open until they arrive during ARM.
EIT bedside could be an alternative to CT scans in evaluating the ventilation of lung regions [10] . 
